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Identifier 1 Identifier 2 Analysis | Comment | Preparation | Method
HD 7a Check Std P-37583 | HD 02/10/2012 | hd_7v.met
Additional Information
Infomation Gas Configuration
Peak Center found at [1956] Gas H2
Background: 3.29 mV,0.67 mV Magnet [Steps] 980
Pressure Adjustment: Left: 7005.0 Right: 6993.9 ( Manual A{ Cups 1
Ref. Name: d 2H/1H VS. 20
HD-5b -263.980 /SMOW
0 | H3 Factor | 2.382616
Raw Data

Int.2 Int.3 Int.2 Int.3 rR 3H2/2H2| R rd 3H2/2H2 [per | d d 2H/1H

Sample Sample Standard | Standard 3H2/2H2 | mil] vs. HD-5b | 3H2/2H2 | [per mil] vs.

[mV] [mV] [mV] [mV] [per mil] | VSMOW

vs.
QNN
Pre 6981.876 1729.891
1 6958.412 1918.510 | 6971.647 1727.225 0.2591317 | 0.000257| 121.120 -174.833 | -174.833
2 6945.627 1914.820 | 6960.824 1724.404] 0.2591384 | 0.000257| 121.122 -174.832 | -174.832
3 6933.417 1911.064 | 6950.194 1721.502 0.2591112 | 0.000257| 121.023 -174.905 | -174.905
4 6920.638 1907.575 | 6939.745 1718.911) 0.2591465 | 0.000257| 121.148 -174.812 | -174.812
5 6908.436 1904.005 | 6929.454 1716.141) 0.2591457 | 0.000257| 121.103 -174.846 | -174.846
6 6895.244 1900.146 | 6919.165 1713.595| 0.2591447 | 0.000257| 121.057 -174.880 | -174.880
Evaluated Data
Mean Std.Dev. ST. Error Atom% Outlier

d 3H2/2H2 [per mil] vs. VSMC -174.851 0.034 0.014 0
d 2H/1H [per mil] vs. VSMOW, -174.851 0.034 0.014 0.012850 0
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